
Product usage directions

Two independent balloons 
individually conform to the 
anatomy and create direct 
pressure to bleeds

CMC-infused exterior fabric wets into 
a self-lubricating gel for optimal patient 
comfort from insertion to removal

Green-lined swallow 
guard indicates 
posterior balloon 

Air inflation provides a delicate and 
lightweight pressure mechanism

Inflatable pilot cuffs provide 
tactile feel to easily gauge balloon 
pressure during inflation

NOTE: When there is sufficient pressure in the posterior balloon, remove the syringe from the inflation valve and gently pull the device anteriorly  
(as necessary) to ensure there is sufficient pressure on the posterior bleed site.

1  Soak in sterile water for 30 seconds. 2 Insert along superior aspect of the  
hard palate until the blue indicator is past 
the nares.

3 Inflate posterior balloon 1st (green line 
indicator) with air.

Posterior

Anterior

4 Inflate anterior balloon and ensure both 
pilot cuffs are firm.

5  Discharge patient after a minimum of 
15-20 minutes. Re-inflate to  
insure proper pressure and tape to 
patient’s cheek.

6 Removal should occur 24-72 hours  
after treatment.

Inflatable unilateral models
Without airways
Size Model
4.5cm RR450
5.5cm RR550
7.5cm RR750
9.0cm RR900

With airways
Size Model
5.5cm RR551
7.5cm RR751

Non-inflatable tamponade
Size Model
5.5cm RR530™

RR900
inflatable posterior  
epistaxis device

RAPID RHINO™ 900
Inflatable Posterior Epistaxis Device
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Please refer to the Instructions for Use (IFU) packaged with the product for a complete list of warnings, precautions and contraindications.


